A simple device measuring differences in level in the oesophagus.
A device for measuring the difference in level between the pressure transducer and a point of measurment is described. It can be used in oesophageal manometry with waterfilled catheters to measure and compensate for superimposed hydrostatic pressure. The practical application of the method is illustrated.